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The advantages of the Integrated Practice  
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Gender: Female/Spayed
Weight: 4.3 kgs
Age: 9 Years
Doctor: Karim, Graham

Kensington Vets
Kensington High Street
London

Test Results Reference Interval LOW NORMAL HIGH

Catalyst Dx (April 22, 2014  4:45 PM) 16/09/14 9:43 AM

GLU 11.8 mmol/L 3.9 – 8.8 HIGH 8.3 mmol/L
BUN 10 mmol/L 5.7 – 12.9 11.4 mmol/L
CREA 141 μmol/L 71 – 212 159 μmol/L
BUN/CREA 13 16
PHOS 1.68 mmol/L 1.00 – 2.42 1.58 mmol/L
Ca 2.53 mmol/L 1.95 – 2.83 2.65 mmol/L
TP 67 g/L 57 – 89 69 g/L
ALB 30 g/L 23 – 39 31 g/L
GLOB 37 g/L 28 – 51 38 g/L
ALB/GLOB 0.8 0.8
ALT 48 U/L 12 – 130 40 U/L
ALKP 39 U/L 14 – 111 42 U/L
GGT 1 U/L 0 – 1 1 U/L
TBIL 2 μmol/L 0 – 15 3 μmol/L
CHOL 4.82 mmol/L 1.68 – 5.81 4.38 mmol/L
NA/K 40 39
Osm Calc 333 mmol/L

Client: Adams, Kimberly (32786)
Patient Name: Charley
Species: Feline
Breed: Mixed

VetStat (April 22, 2014  4:45 PM) 16/09/14 9:43 AM

pH(ven) 7.48 7.31 - 7.42 HIGH 7.46
HCO3(ven) 19.9 mmol/L 20.0 - 29.0 LOW 20.2 mmol/L
PCO2(ven) 29.0 mmHg 32.0 - 49.0 LOW 31.0mmHg
AnGap 26 mmol/L 26 mmol/L
tCO2 20.8 mmol/L 21.0 - 31.0 LOW 21.1 mmol/L
Na 154.0 mmol/L 144.0 – 160.0 153.0 mmol/L
K 4.7 mmol/L 3.5 - 5.8 5.1 mmol/L
Cl 113.0 mmol/L 109.0 - 122.0 111.0 mmol/L

Client: Adams, Kimberly (32786)
Patient Name: Charley
Species: Feline
Breed: Mixed
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Test Results Reference Interval LOW NORMAL HIGH

ProCyte Dx (April 22, 2014  4:45 PM)  
16/01/14 9:43 AM

RBC 8.26 x 10̂ 12/L 6.80 – 10.50 8.30 x 10̂ 12/L
HCT 40.9% 37.3 – 61.7 36%
HGB 12.5 g/dL 10.5 – 14.6 13 g/dL
MCV 46 fL 41.0 – 50.7 42.7 fL
MCH 14.50 pg 12.30 – 16.10 14.53 pg
MCHC 35.9 g/dL 29.0 – 37.5 34.0 g/dL
RDW 19.6 % 15.0 – 27.0 18.2 %
% RETIC 0.5 % 0.3 %
RETIC 14.9 x 10̂ 9 K/μL 10.0 – 50.0 14.5 x 10̂ 9/L
WBC 16.42 x 10̂ 9 /L 5.00 – 15.00 HIGH 14.28 x 10̂ 9/L
%NEU *88.3 % 78.6 %
%LYM *2.4 % 16.5 %
%MONO 9.0 % 3.8 %
%EOS 0.2 % 1.1 %
%BASO 0.1 % 0.0 %
NEU *14.79 x 10̂ 9/L 3.00 – 13.40 HIGH 11.22 10̂ 9/L
    BAND                    * Suspect Presence
LYM *4.28 x 10̂ 9/L 2.00 – 7.20 2.36 x 10̂ 9/L
MONO 0.78 x 10̂ 9/L 0.00 – 1.00 0.54 x 10̂ 9/L
EOS 0.60 x 10̂ 9/L 0.30 – 1.70 0.40 x 10̂ 9/L
BASO 0.02 x 10̂ 9/L 0.00 – 0.10 0.00 x 10̂ 9/L
PLT 280 x 10̂ 9K/μL 250 – 600 297 x 10̂ 9/L
    BAND                    * Suspect Presence

RBC
WBC

RETIC 
RBC Frag

PLT NEU
EOS

LYM
BASO

MONO
URBC

RBC Run WBC Run

Fluorescence

Fl
uo

re
sc

en
ce

S
iz

e

Granularity

1.  Press “Analyse Sample” and 
enter your patient details

2.  Select the analysers you want 
and press “Run”

3.  Run your IDEXX VetLab® 
in-house analysers

4.  Collect your printed results. 
If you would like to see a 
trending, go to “Records”, 
select your patient and the 
test you want to trend

Start here!

The IDEXX VetLab® Station brings it all together, simply and seamlessly 
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The IDEXX VetLab® Station brings it all together, simply and seamlessly 

Increase your medical capabilities

•  View a comprehensive record of each patient’s  
diagnostic history

•  See prior results in context with current results for easy 
comparison plus results in organ-specific order to easily 
detect abnormalities

•  Quickly determine disease status and change

•  Ensure every test result is associated with that patient’s 
medical record

Improve your business management

•  Control your data by integrating medical, patient and 
client information into one record

•  Run all your IDEXX VetLab® analysers from one screen

•  Reduce data entry errors with autofilling of client and 
patient information

•  Access integrated reports and virtually unlimited 
storage capacity

•  Gain compliance through better record keeping

•  Benefit from the support of IDEXX SmartService™*

Get the most out of your diagnostic results

•  Consolidate results from all your IDEXX VetLab® 
analysers, including SNAP® test results in one report

•  Assess disease progression through graphing and 
trending

•  Improve client communications with diagnostic or 
treatment progression printout

•   Link to expert descriptions and common causes of 
abnormal values

Prior result

Integrated report
*   For more information on IDEXX SmartService™ please visit  

http://www.idexx.nl/diergezondheid/analysatoren/smartservice/
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